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The measurement of electrical parameters and thermal parameters is very 
important for research and development of power LED.In the past,this job is usually 
done by manual instruments operation.The measurement process is quite troublesome 
and because it needs longer time,the result is vulnerable to various uncertain factors.In 
order to solve these problems,a powerful electrical parameters and thermal parameters 
test system for power LED is developed using Labview programming software which 
is a virtual instrument development platform.The system can be manual and automatic 
measurement DC parameters and IV characteristics under pulse excitation of power 
LED at different temperatures, using electrical measurement method and pulse test 
method to calculate the thermal parameters of power LED based on the relationship 
between the temperature and electrical parameters. 
Firstly,the principle and methods of Power LED's electrical and thermal 
parameters measurement is introduced, According to the deficiencies of traditional 
measurement methods, this paper put forward the idea of virtual instrument,it 
describes the characteristics of virtual instrument and The advantages of LabVIEW 
programming language. Secondly details about system development will be given 
from three levels which are front end hardware,communication bus and driver 
architecture. the methods of designing drivers of virtual instrument is mainly 
described base on VISA and IVI.Finally details about the function and design methods of 
measurement system are introduced,and the uncertainty of measurement system is 
analyzed. 
The measurement system incorporates device control,data collection,data 
analysis and result presentation.It is friendly interfaced and easy to use.Utilizing the 
advantage of computer on instrument control and mathematical calculation,the entire 
measurement process is intellectualized,the complexity of measurement operation is 
highly reduced.This system can Improve the efficiency of measurement and eliminate 















accuracy and reliability of the measurement result best. 
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其成为 具发展前途的新一代光源。随着 LED 产业的发展，由 LED 光源替代现
有的照明及显示光源已成为必然的趋势[3]。功率 LED 是半导体照明中的关键器
件[2]，为了保证功率 LED 的产品质量，在出厂之前要对其进行相关参数的测试。




1 LED 电学参数测试原理 
LED 一般由 PN 结芯片、电极、环氧树脂透镜、玻璃窗、绝缘体等构成，核
心是半导体 PN 结芯片，PN 结的电学特性决定了 LED 的电学特性[1]。LED 的主
要测量电参数包括正向电流 IF、正向电压 VF、反向漏电流 IR和反向击穿电压 VR，
这是衡量 LED 能否正常工作以及其基本性能的依据[1,8]。LED 的电学特性可用其
伏安特性来描述[6]。为了测量 LED 的伏安特性，可在 LED 的两端加上一个电压
V，然后测出流经LED的电流 I，如图1.1所示的电流与电压之间的关系曲线 I=f(V)
即是 LED 的伏安特性。图中右半部分为 LED 的正向特性，左半部分为反向特性。
由图可见温度的变化对 LED 的伏安特性影响很大。 
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为反向饱和电流，用符号 IR表示。通常 LED 的伏安特性表达式为[6]： 
                 ）（ 1eII TU
U
R −=                      （1-1） 
IR为反向饱和电流，UT为温度的电压当量，在常温下，UT≈26mV。 
（3）正向电流值 IF，正向电压值 VF 
额定功率下，允许通过 LED 的电流即为 LED 的正向电流。当通过 LED 的
正向电流为恒定值时，LED 两端产生的电压降即为正向电压。其测量原理如图
1.2 所示。其中 G 为程控恒流源，LED 正向偏置，流过 LED 的电流即为正向电







图 1.2 正向电压电流测量原理图 
（4）反向电流 IR，反向电压 VR 
在恒定的反向电压条件下，流过 LED 的电流值为反向电流，通过 LED 的
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nKT
qVII FRF                 （1-2） 
式 1-2 中 n 为理论因子，其值由正向电压决定，在 1~2 之间变化。 RI 是反
向饱和电流，K 是玻耳兹曼常数，在室温时，KT/q=0.02569 V，因此在外加电压
大于零点几伏时，exp(qV/nKT) »1，式 1-2 可以简化为：  
                 )exp(
nKT
qVII FRF ≈                   （1-3） 
当 LED 的工作电流达到十几 mA 甚至几百 mA 时，LED 的内阻引起的压降
就不能忽略，此时 LED 的正向电压与温度和正向电流满足如下方程： 
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况下会使 LED 损坏，甚至发生火灾。当前 LED 的热性能测试方面越来越受到重
视，由于 LED 功率越来越大，其发热量也越来越大，LED 热性能当前已是影响




线性关系，这个线性关系的斜率就是半导体 PN 结的电压温度系数 K，经常被用
于测量和分析 LED 在工作状态时的温升[2]。 













12 )()(             （1-6） 
)( 2TVF 是温度为 2T 时 LED 两端的正向电压，
)( 1TVF 是温度为 1T 时 LED 两端
的正向电压。 
（2）电学法测量结温和热阻[2,7,9,11] 
当电流流过 LED 器件时，PN 结的温度将上升，我们把 PN 结区的温度定
义为 LED 的结温，通常被理解为 LED 芯片的温度，其计算公式为： 
                     KVTTTT FJJJJ /00 Δ+=Δ+=            （1-7） 
其中 0J
T
是待测 LED 未施加加热功率前的初始结温。 
LED 热阻的定义是在热平衡条件下，热流通道上的温度差与通道上热耗散
功率之比，它是评价 LED 散热能力强弱的重要参数，热阻越大，LED 散热能力
越弱，结温越容易升高，因此会间接影响 LED 的光电性能。用公式表示为： 







=                 （1-8） 





















原理如图 1.4 所示。测量可分为以下几个步骤： 
Step 1：将测量电流 MI 正偏置加到待测 LED 两端，测得正向结压降 1FV ； 
Step 2：加热电流 HI 取代 MI 加到待测 LED 两端，加热一定时间待 LED 趋
于稳定状态时，测得正向结压降 HV ，并得到耗散功率 HP ； 
Step 3： MI 迅速取代 HI 加到待测 LED 两端，并测得正向结压降 2FV 。 
Step 4：将测量数据代入公式 1-7和 1-8即可分别计算出LED的结温和热阻。 
 






































结合起来，以美国吉时利公司的仪器 Keithley 2400 数字源表、2510-AT 温度控制
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